[Long-term clinical observation on VCu200 intrauterine devices].
A comparative study was carried out in 350 women using VCu200 intrauterine devices (IUD) and 350 women using stainless steel ring (SSR) IUD for 5-18 years. The endometrial changes and shapes of IUD were studied. The results showed that the pregnancy rate was significantly lower in VCu200 group after 5 years of insertion. In spite of the oxidation, erosion or breakage of the copper wire, calcium deposit of even deformation of the IUD, they were not associated with an increased incidence of endometrial carcinoma and pelvic inflammatory disease. It is suggested that VCu200 IUD need not to be removed if the IUD keeps normal shape and the copper wire remains intact by X ray examination.